I[NTRODUCTION]{.smallcaps} {#sec1-1}
==========================

Cone-beam computed tomography (CBCT) is an online three-dimensional (3D) imaging which is available for performing the daily patient positioning and analyzing the anatomical variation during radiotherapy.\[[@ref1][@ref2][@ref3]\] For dose escalation in head and prostate cases, the image guidance is mandatory to achieve higher tumor control and to reduce normal tissue toxicity.\[[@ref4][@ref5]\] Once the volumetric information of the patient is obtained, the same can be used for recalculation of delivered dose on a daily basis and to verify it with the planned dose.\[[@ref6]\] During radiotherapy in conformal treatment, tumor shrinkage and anatomical changes can affect the accuracy of dose delivery to the patient which has to be corrected by a new treatment plan with repeat CT.\[[@ref7]\] Repeat fan beam CT imaging is used for re-planning, adequate dose coverage in planning tumor volume (PTV) and dose reduction to normal tissues for selected patients.\[[@ref8]\]

Several studies have been published about Hounsfield unit (HU) validation and use of CBCT for adaptive radiotherapy (ART). Ping and Kandaiya\[[@ref9]\] studied about the HU value changes in CBCT due to patient geometry and size. In this study, it was mentioned that independent HU-electron density mapping was needed for different volumes. Mao *et al*.\[[@ref10]\] studied online dosimetric evaluation of larynx stereotactic body radiotherapy. Boggula *et al*.\[[@ref11]\] discussed about online adaptive planning using CBCT in prostate cases and stated that accurate dose calculations were possible if the CBCT images were correlated for density distributions. Søvik *et al*.\[[@ref12]\] evaluated the ART using contrast-enhanced CBCT (CECBCT) and concluded that the non-adaptive strategy was inferior when compared with CECBCT-based adaptive planning.

Bertelsen *et al*.\[[@ref13]\] evaluated the CBCT for biological ART in lung cases and had shown that density changes in CBCT correlated with clinical toxicities. Kibrom and Knight\[[@ref14]\] used the CBCT scans for ART in bladder cancer where daily re-optimization plans were found to be superior than the original plan. Zhang *et al*.\[[@ref15]\] studied the CBCT dose validation for nasopharyngeal carcinomas and showed the calculation difference was \<2% when compared with fan beam-computed tomography (FBCT) dose calculation. The above study mandates that the HU-electron density correction has to be applied for accurate dose calculations.

Yang *et al*.\[[@ref16]\] studied the HU variation and dose calculation between FBCT and CBCT. They showed that static CBCT scans could be used for dose calculation purposes, provided corresponding electron density data were available. The work was carried out with Catphan, CIRS phantom, and few clinical cases (head and neck, thorax, and pelvis). Ding *et al*.\[[@ref17]\] discussed about CBCT images for adaptive planning. In this study, it was found that CBCT images could be used for dose planning while the HU deviation was irrelevant.

In our work, we investigated the CBCT image quality and the feasibility of using these images for dose calculations in phantoms and patients for ART. In the previous works discussed above, to the best of our knowledge, all the authors have studied the dose calculations with simple targets in the phantoms. However, we have used the structure sets of target and normal tissue similar to that of TG 119\[[@ref18]\] which are of different types and complexities covering the entire volume of the phantom. We have also used clinical implementation of intensity modulated radiotherapy (IMRT) guide\[[@ref19]\] to study whether the CBCT images can be taken as primary imaging modality for inverse optimization. For this, image quality assurance was performed to determine whether the CBCT images have similar image quality as FBCT images. Relative electron density calibration was carried out and values were fitted with treatment planning system (TPS). The deviation of CT number and variation of dose calculation were compared between FBCT and CBCT. Dose calculation validation was performed in IMRT using homogenous (RW3 slab phantom) and inhomogeneous (Catphan 504) phantoms, and few clinical cases with smaller target volumes (head and neck and pelvis cases). All the dose calculations were done with anisotropic analytical algorithm (AAA) for 6 MV and 15 MV photon beams.

M[ETHODS AND]{.smallcaps} M[ATERIALS]{.smallcaps} {#sec1-2}
=================================================

Imaging system {#sec2-1}
--------------

A Varian Clinac iX (Varian Oncology Systems, Palo Alto, CA, USA) medical linear accelerator having photon energies of 6 MV and 15 MV and electron energies of 6, 9, 12, and 15 MeV with On Board Imager (OBI) (version 1.5) having active detector area of 39.7 cm × 29.8 cm with a detector resolution of 1024 × 768 pixels was used in the study. The pixel size can be chosen between 0.488 mm to 1.953 mm for full fan mode (field of view \[FOV\] 25 cm × 25 cm) and in half fan mode (FOV 45 cm × 45 cm) from 0.8789 mm to 3.515 mm. This detector can provide 2-dimensional kV projection images and can reconstruct 3-dimensional images using Feldkamp *et al*. algorithm.\[[@ref20]\] In this reconstruction, the attenuated values in the projections are convolved and back projected to create the image with Fourier transformations. The X-ray tube has a target angle of 14° with two focal spots (0.4 mm and 0.8 mm) available for acquiring the images. The maximum FOV is 25 cm × 25 cm for full fan and 45 cm × 45 cm for half fan with a length of 15 cm. The head acquisition mode (full fan) is used for head and neck and brain cases which have a small treatment area (\<25 cm × 25 cm). For larger sites like pelvis, thoracic mode (half scan) was used (\>25 cm × 25 cm). In full fan mode, the beam central axis passes through the detector center to take full projections. On the contrary, in half fan mode, the detector is shifted laterally to take only half of the projection of the scanned patient for each acquiring angle. In half fan, the total gantry rotation is 360° and in full fan mode, it is 200°. The number of projections is 655 and 360, for half and full fan modes respectively. FBCT imaging was done on a Siemens Sprit CT scanner with a gantry angle of 0°. The scanner has an ultrafast ceramic detector consisting of scintillation crystal lattice of a rare earth compound gadolinium oxysulfide. The image matrix was a 512 × 512 matrix, and the pixel value was 0.977 mm × 0.977 mm. In this study, all the phantoms and patients scans were taken at 2 mm slice thickness, both in CBCT and FBCT.

Quality assurance of cone-beam computed tomography and kV fan beam-computed tomography {#sec2-2}
--------------------------------------------------------------------------------------

The combined QA program consists of three parts, namely, safety and functionality, geometry, and image quality.\[[@ref21]\] The OBI quality assurance was carried out routinely on a daily, weekly, and monthly basis. Daily checks were done which included tube warm-up, door interlock, and collision detections. The tube warm-up was recommended to prevent premature failure of the X-ray tube. In weekly checks, isocenter of the OBI was verified with 0°, 90°, 180°, and 270° gantry angles, and isocenter tolerance was \<1.5 mm. Catphan 504 phantom (The Phantom Laboratory, Salem, NY, USA) with different modules was used in this study. HU linearity and spatial linearity were assessed with CTP 404 consisting of air (75%N, 23.2%O, 1.3%A), PMP (C6H12 \[CH2\]), LDPE (C2H4), water (H~2~O), polystyrene (C8H8), acrylic (C5H8O2), Delrin (proprietary), and Teflon (CF2) inserts. In this module, air and Teflon were placed 5 cm apart to measure the spatial linearity.

For low-contrast resolution, CTP 515 module was used, having different target diameters (2 mm to 15 mm) with a contrast of 0.3% to 1%. For high-contrast resolution, CTP 528 module was used having up to 21 line pairs per cm (starting from 1 lp/cm). For HU uniformity, CTP 486 module was used. The HU value should ideally be within 2% (20 HU) of water\'s density at standard scanning protocols and should typically record CT numbers ranging from 5 HU to 18 HU. This module was used for measurements of spatial uniformity, mean CT number, and noise value.\[[@ref22]\]

Configuration of kV fan beam-computed tomography and cone-beam computed tomography in treatment planning system {#sec2-3}
---------------------------------------------------------------------------------------------------------------

CT number to electron density calibration curve for both the scanners need to be configured in TPS.\[[@ref23][@ref24]\] For this, CTP404 module of Catphan^®^ phantom was used. HU electron density calibration for FBCT was done in the normal mode with 125 kVp and for CBCT, it was done with both half fan (125 kVp) and full fan mode (100 kVp). The CTP404 module has a diameter of 150 mm and a length of 16 cm. It contains 17 different sizes of inserts with seven different materials. Their relative electron densities range from 0 to 1.526. The region-of- interest (ROI) was selected for each material disk to cover a 3 mm × 3 mm square. The mean HU values in the ROIs were measured and HU electron density calibration curves were plotted with the relative electron density values. In TPS (Eclipse version 10), planning CT (FBCT) and CBCT were configured with separate CT calibration file for each scanner.

RW 3 plates and catphan phantom study {#sec2-4}
-------------------------------------

FBCT and CBCT images of the homogenous RW3^®^ slab phantom (Polystyrene and TiO2 Doped plates of size 30 cm × 30 cm × 1 cm) and inhomogeneous Catphan^®^ 504 phantom were acquired. The quoted density of RW3 phantom was 1.045 g/cc, and its electron density was 1.012 times higher than the electron density of water. The image quality was analyzed for the homogenous RW3^®^ slab phantom and Catphan^®^ 504 phantom. HU distribution of all images in the central and the peripheral regions of the phantom were quantified.

Treatment plans with photons (energies 6 MV and 15 MV) of open and wedged fields (15°, 30°, 45°, and 60°) with different symmetric (4 cm × 4 cm, to 12 cm × 12 cm) and asymmetric combinations were generated in images of both phantoms. Isodose profile, PDD, and dose at different depths were compared for the homogenous phantom. Various dummy contours of target and normal structures were drawn in Catphan^®^ 504 phantom. Several target volumes such as shallow target, deep cylindrical target, C-shaped target, target in the buildup region and normal structures such as spinal cord were drawn \[[Figure 1](#F1){ref-type="fig"}\]. IMRT plans were also generated using an inverse planning algorithm (Helios VMS) to validate the CBCT in optimization algorithms. The basic intention was to simulate all possible criteria for simple and as well as complicated plans. For C-shaped target, the plan was done with 6 MV with gantry angles of 0°, 40°, 80°, 120°, 160°, 200°, 240°, 280°, 320,° (9 fields) and for buildup region target, the plan was done with 6 MV with gantry angles of 0°, 330°, 300°, 270°, 240°, and 210° (6 fields). For the simple cylindrical target, the planning was done with 9 fields of 15 MV and for the ring-shaped target, the planning was done with 18 fields equally spaced from 0° to 360° in steps of 20°. Dose calculation was performed with AAA with a grid size of 2 mm and with inhomogeneity correction.\[[@ref25]\] Comparison of both plans was done using target dose homogeneity, conformity index, volume of PTV receiving the 95% of prescription dose (V95), percentage of prescription dose delivered to 95% volume of PTV (D95), maximum dose, and mean dose to normal structures. The maximum and mean dose to normal structures were expressed as percentage of prescription dose.

![C-shaped, cylindrical, ring-shaped target, and target in buildup region in Catphan](JMP-42-171-g001){#F1}

Target dose homogeneity index and conformity index were derived using the following formula.\[[@ref26]\]

![](JMP-42-171-g002.jpg)

where D2%: Dose delivered to 2% target volume;

D98%: Dose delivered to 98% target volume;

D50%: Dose delivered to 50% target volume.

![](JMP-42-171-g003.jpg)

where body PD: Volume of body receiving prescription dose (cc)

PTV PD: Volume of PTV receiving prescription dose (cc)

Using prediction dosimetry option in Varian Eclipse TPS, verification plans were created for kV FBCT and CBCT plans.

Head and neck and pelvis case {#sec2-5}
-----------------------------

Two patient data sets (one buccal mucosa case and one sacrum case) were selected for the analysis of dose calculation, and plans were generated using Helios optimization. For buccal mucosa patient, the plan was done with five 6 MV beams with the gantry angles of 350°, 30°, 70°, 100°, 135°. In the sacrum (pelvis), the plan was done with 15 MV beams with the gantry angles of 75°, 135°, 180°, 225°, 285°. The patient specific QA was performed by point dose measurement and 2D fluence verification using 0.125 cc (PTW) chamber and portal prediction dosimetry system, respectively. On the day of implementation, isocenter verification was done with 2D kV orthogonal images. The actual treatment couch parameters (lateral, longitudinal, and vertical) were acquired for further daily treatments, and the patient\'s position was confirmed with online 3D volumetric imaging. In TPS, structure sets from kV FBCT were transferred to registered CBCT image set. The dose calculation was performed on the CBCT image set, with the same fluence, MU, and same configuration (except electron density calibration) which were used earlier in kV FBCT. The dose distributions were compared by isodose color wash. The two-dimensional pictorial graph from 3D volumetric dose volume histograms (DVH) were analyzed for PTV, CTV, and normal organs.

R[ESULTS]{.smallcaps} {#sec1-3}
=====================

Quality assurance of fan beam-computed tomography and cone-beam computed tomography {#sec2-6}
-----------------------------------------------------------------------------------

The CBCT isocenter verification performed weekly as per department protocol was \<1 mm. Images of different modules in Catphan 504 phantom showed that the HU linearity (tolerance is \<40 HU), low-contrast resolution (tolerance is 4^th^ disk \[7 mm dia\]), and high-contrast resolution (spatial resolution-tolerance is group 6 i.e., 6 lp/cm), spatial linearity (tolerance is \< ±1 mm), and HU uniformity (tolerance is \<40 HU) for both FBCT and CBCT were \<40 HU \[[Figure 2a](#F2){ref-type="fig"}\]. HU values for both images from air to Teflon were within acceptable limits (\< ±40 HU from the given value). CTP 515 module in Catphan 504 phantom was used to verify the low-contrast resolution, and it had supra-slice and sub-slice contrast targets. The targets have contrast levels of 0.3%, 0.5%, and 1%. The tolerance level is a visualization of 7 mm diameter disk (4^th^ disk from the bigger one). The average of the measurements was made from several scans to check the imaging consistency. FBCT and CBCT low-contrast and spatial resolution over a period of three years were found to be within tolerance levels as studied by Yoo *et al*.\[[@ref21]\] For high-contrast resolution, CTP528 module was used. It has 21 line pairs/centimeter (lp/cm) gauges. The resolution was determined by the number of line pairs one could visualize out of the 21 line pairs gauge and accordingly a score between 1 and 21 was recorded. The tolerance is a visualization of 6 lp/cm. CTP 486 module for image uniformity is cast from a uniform material. The material has HU value from 5 to 18. Mean CT numbers within an ROI of 1 cm × 1 cm in center and peripheral region were obtained with their corresponding standard deviation and noise value. The spatial uniformity (HU uniformity) was within ± 20 HU for both image sets.

![(a) High-contrast resolution, low-contrast resolution, spatial linearity of fan beam-computed tomography and cone-beam computed tomography images. (b) Hounsfield unit comparison of fan beam-computed tomography and cone-beam computed tomography images](JMP-42-171-g004){#F2}

Configuration of fan beam-computed tomography and cone-beam computed tomography scanner in treatment planning system {#sec2-7}
--------------------------------------------------------------------------------------------------------------------

Catphan 504 phantom was used to generate CT electron density calibration curves for the CT scanner and CBCT \[[Figure 2b](#F2){ref-type="fig"}\]. [Table 1](#T1){ref-type="table"} shows the estimated electron density, estimated and measured HU values and calculated relative electron density for different mediums. The half fan mode was used for calibration, and the procedure was repeated in full fan mode also. No major HU deviation was found (\<40 HU) in the uniform region of Catphan phantom. CBCT imaging was repeated over a month for full fan and half fan acquisition modes to verify the HU stability. The CT number was taken between the air (-1000) and Teflon (990). For deriving electron density relative to the electron density of water, the ICRU report 42\[[@ref27]\] was used (Equation 3 and 4).

###### 

Relative electron density values for fan beam computed tomography and cone-beam computed tomography (CTP404 module) (half fan and full fan)

![](JMP-42-171-g005)

*ρ^ω,ε^* = 1,0 + 0,001 × *N~Cr~*−1000 ≤ *N~Cr~* ≤ 100 −−−−−−3

*ρ^ω,ε^* = 1,052 + 0,00048 × *N~Cr~* *N~Cr~* \> 100 −−−−−−4

Here, *ρ^ω,ε^* - relative electron density to water

*N~CT~* - CT number (HU)

The two modalities were compared and minimal deviation was found in HU (\<40 HU) value, and half fan mode was taken as a reference.

RW 3 plates and Catphan comparison {#sec2-8}
----------------------------------

### Hounsfield unit comparison {#sec3-1}

Variation in the HU values of homogenous RW3 plates was within ± 20 HU in the central region \[[Figure 3a](#F3){ref-type="fig"}\]. Due to ring artifact, the difference was more in the peripheral region and was within ± 30 HU. The mean values were 15.6 HU and 19.1 HU over the ROI of 256 mm × 128 mm for FBCT and CBCT respectively and their standard deviations were 3.69 HU and 5.01 HU. In CTP 486 module of Catphan 504 phantom, the HU uniformity with CBCT image was within ± 10 HU over the region of 129 mm × 129 mm in comparison with FBCT image \[[Figure 3b](#F3){ref-type="fig"}\]. The mean HU value was 15.7 HU and 12.8 HU for FBCT and CBCT respectively, and their standard deviation was 3.96 HU and 4.79 HU. The variation between FBCT and CBCT with both half fan and full fan mode for different materials having HU values ranging from −1000 to 990 was \< ±40 HU.

![(a) Hounsfield unit value in X and Z axis fan beam-computed tomography versus cone-beam computed tomography RW Plates. (b) Hounsfield unit value in X and Z axis fan beam-computed tomography versus cone-beam computed tomography - Catphan phantom](JMP-42-171-g006){#F3}

The white ring was observed in CBCT images for both half fan and full fan mode while changing the grayscale from −885 HU to 1330 HU for half fan and -804 to 1715 HU for full fan.

### Dose comparison {#sec3-2}

In uniform RW3 plates, the dose deviation between FBCT and CBCT plans for different points was within ± 1% in symmetric field (10 cm × 10 cm) and within ± 1.2% in asymmetric fields except in the buildup region (for 6 MV \<1 cm and for 15 MV \<2.5 cm) \[[Table 2](#T2){ref-type="table"}\]. For wedged fields, the variation was within 1%. In Catphan phantom, the above plans were done on FBCT and CBCT. The dose deviation in different points was \< 1% for both symmetric and asymmetric fields in the uniform area (CTP 486 module) except in the build-up region \[[Table 2](#T2){ref-type="table"}\]. For wedged fields, the deviation was \<1.5% for both 6 MV and 15 MV.

###### 

Dose difference between fan beam computed tomography and cone-beam computed tomography plans at various depths

![](JMP-42-171-g007)

In C-shaped target, D95 for the target was 94.5% and 95.7% for plans done on FBCT and CBCT respectively \[Figure [4a](#F4){ref-type="fig"} and [c](#F4){ref-type="fig"}\]. Maximum dose to normal structure was 59.5% and 61.6% of target prescription dose and the mean dose was 31.7% and 32.1% for FBCT and CBCT plans respectively. For ring-shaped target \[Figure [4b](#F4){ref-type="fig"} and [c](#F4){ref-type="fig"}\], D95 for the PTV was 96.02% and 96.16% for FBCT and CBCT plans respectively. The target coverage, (V95) was 99.8% for both FBCT and CBCT plans. V5 was 109.2% and 108.5% for FBCT and CBCT plans, respectively. The central OAR mean dose was 75.1% (FBCT) and 74.9% (CBCT). In the buildup region, V95 for the PTV was 101.18% and 100.37% for FBCT and CBCT plans with a high homogeneity \[Figure [5a](#F5){ref-type="fig"} and [c](#F5){ref-type="fig"}\]. V5 was 108.89% and 109.25% for FBCT and CBCT plans, respectively. For simple targets, D95 for the PTV was 98.4% and 92.6% for FBCT and CBCT plans. We found maximum deviation in the PTV coverage for this target because of four-sided uniform normal surrounding structures, but the OAR\'s dose was \<1% \[Figure [5b](#F5){ref-type="fig"}--[c](#F5){ref-type="fig"} and [Table 3](#T3){ref-type="table"}\]. [Table 4](#T4){ref-type="table"} shows homogeneity and conformity index for different types of targets, and there is \<1% deviation between FBCT and CBCT. [Table 3](#T3){ref-type="table"} shows the normal structure doses for different types of target. For verifying the IMRT plans, the portal dosimetry option was used. In portal dosimetry, the 2D fluence of each field was verified between plans done on FBCT and CBCT. The predicted FBCT and CBCT IMRT plans were evaluated for gamma,\[[@ref16]\] and the passing rate was more than 96% in all the plans (1 mm distance to agreement \[DTA\], 1% DD).

![(a) Comparison of dose distribution between fan beam computed tomography and cone-beam computed tomography plans for C-shaped target. (b) Comparison of dose distribution between fan beam-computed tomography and cone-beam computed tomography plans for ring shaped target. (c) Comparison of dose volume histograms between fan beam-computed tomography and cone-beam computed tomography plans for C-shaped target and ring-shaped target](JMP-42-171-g008){#F4}

![(a) Comparison of fan beam-computed tomography and cone-beam computed tomography plans --Buildup region target. (b) Comparison of fan beam-computed tomography and cone-beam computed tomography plans -simple cylindrical target and 4 sides OAR (c) Comparison of dose volume histograms for fan-beam computed tomography and cone-beam computed tomography plans -- Buildup region target and simple cylindrical target and 4 sides OAR](JMP-42-171-g009){#F5}

###### 

Normal structure dose for the C-shaped, cylindrical, ring-shaped and build region fan beam computed tomography and cone-beam computed tomography plans

![](JMP-42-171-g010)

###### 

Target dose homogeneity index and conformity index for C-shaped, cylindrical, ring shaped, and buildup region target in Catphan phantom - fan beam-computed tomography and cone-beam computed tomography plans

![](JMP-42-171-g011)

Head and neck and pelvis case {#sec2-9}
-----------------------------

### Hounsfield unit comparison {#sec3-3}

In bones, the deviation between the HU values was ± 20 HU with the mean value being 995 HU for FBCT images and 1005 HU for CBCT images over the central region of 16 mm × 16 mm with a standard deviation of 2.8 (FBCT) and 3.6 (CBCT). In soft tissues, the minimum HU value over the region of 15 mm × 15 mm was −63 (FBCT) and −96 (CBCT), and maximum HU value was 106 (FBCT) and 116 (CBCT). The mean HU value of soft tissue was −11.1 and −8.8 for FBCT and CBCT, respectively. The standard deviation was observed to be large (9.74 HU for FBCT and 10.86 HU for CBCT) because the ROI has more non-uniform HU values \[[Figure 6](#F6){ref-type="fig"}\].

![HU mapping in the ROI of 12 mm x 12 mm for head and neck case - FBCT and CBCT](JMP-42-171-g012){#F6}

### Dose comparison {#sec3-4}

The dose deviations for different points were \<1% between the plans done on FBCT and CBCT images in all the IMRT plans. \[[Figure 7](#F7){ref-type="fig"}\] shows the dose color wash and DVH between the plans done on FBCT and CBCT. In the buccal mucosa case, the dose to 98% of PTV volume was 95.49% of prescription dose for FBCT plan and 96.38% for CBCT plan. In the sacrum case, the FBCT plan dose distribution was also comparable with CBCT plan \[[Figure 8](#F8){ref-type="fig"}\]. The dose to 98% of PTV volume was 94.4% of prescription dose and for CBCT, it was 94.8%.

![Dose comparison in the left buccal mucosa case- fan beam-computed tomography and cone-beam computed tomography - 6 MV](JMP-42-171-g013){#F7}

![Dose comparison in the sacrum case- fan beam-computed tomography and cone-beam computed tomography - 15 MV](JMP-42-171-g014){#F8}

D[ISCUSSION]{.smallcaps} {#sec1-4}
========================

Image quality and Hounsfield unit comparison {#sec2-10}
--------------------------------------------

Several authors discussed the image quality of the CBCT in uniform as well as in inhomogeneous phantom.\[[@ref28][@ref29][@ref30][@ref31][@ref32][@ref33]\] In our study, the image quality was assessed with contrast resolution (low and high), spatial linearity and HU uniformity. In uniform phantom (RW3 plates), the HU value was comparable (variation is \<20), and the noise in CBCT was more than that in FBCT. In the peripheral region of the phantom, HU values differed due to ring and streak artifacts. For overcoming this problem, Jin *et al*.\[[@ref34]\] used an in-house partial reconstruction algorithm that reduced the scatter leading to reduced streak artifacts and improved image quality.

Niu *et al*.\[[@ref35]\] showed how to reduce the CBCT dose as well as improve the image quality in C-arm using prior image constrained compress sensing algorithm.

Wang *et al*.\[[@ref36]\] discussed the soft-tissue image quality to improve the contrast by reducing the noise with separable footprints with trapezoid functions technique. In inhomogenous phantom, the CBCT-contrast resolution, and spatial linearity were comparable with our planning FBCT images and within the acceptable criteria. In filtered images, pixel specific gain value correction factors (ratio of ideal to measured pixel values) can be used to reduce the ring artifact which was discussed by Altunbas *et al*.\[[@ref37]\] Yang *et al*.\[[@ref16]\] showed that in the static phantom scan, the variation in HU value was \<10% and in our study, the variation was \<10HU in the uniform region of CTP486 module of the Catphan^®^ phantom. In the inhomogeneous region, the difference was \<25 HU, but over the ROI (3 mm × 3 mm) the difference was \<10 HU. In patient (head and neck and pelvic case) scans, the differences in HU values were more (pixel to pixel based), but the deviation was less when we compared the HU values in the fixed ROI. Ding *et al*.\[[@ref17]\] discussed the HU difference was higher in half fan mode; however, in our study the HU variations were less in half fan mode. High-resolution images are needed for delineating target and normal structures. The resolutions of commercially available CBCT scans are lesser when compared with the FBCT images, which may prevent the use of CBCT as the primary imaging modality for radiotherapy treatment planning. For adaptive replanning, the CBCT images can be used for assessing the target shrinkage or body mass reduction with suitable image registration, and the structures can be propagated to CBCT from FBCT for recalculation of dose with modified contours.

Dose calculation {#sec2-11}
----------------

The CBCT dose calculation has been discussed earlier by several authors.\[[@ref23][@ref38][@ref39][@ref40][@ref41][@ref42][@ref43][@ref44]\] Yang *et al*.\[[@ref16]\] stated that the dose difference (DD) in simple geometry was about 3% in Catphan phantom and 2% in patient images when pencil beam convolution (PBC) was used for dose calculation. However, PBC algorithm can overestimate dose in inhomogeneous region. Small changes in HU between CBCT and FBCT resulted in large dose differences when PBC was used.\[[@ref45]\] In our study, AAA was used for dose calculation in simple geometry as well as in IMRT. Dose difference in simple geometry was \<1.5% and 1.2% for IMRT (phantom and patient) cases except in build-up regions. Ding *et al*.\[[@ref17]\] showed the dose deviation between FBCT and CBCT was \<1%, even though the HU value difference was higher between the modalities. In our work, the HU changes were minimal in the central region (\<20), and in the peripheral region, the difference was higher (\<40HU). In the build-up region, the DD was high between FBCT based and CBCT based plans. Dose computation was not perfect in the build-up region due to algorithm limitation. Apart from that, the HU values in CBCT were not closer to their real HU values of the material which can lead to dose calculation inaccuracy. CBCT images can be used for recalculation but delineating target and normal structures are difficult and further work has to be performed.

C[ONCLUSION]{.smallcaps} {#sec1-5}
========================

This feasibility study investigated HU variation and dose calculation accuracy between FBCT and CBCT-based planning and has validated inverse planning algorithms with CBCT. Our study showed that, at the edges of the phantom, there was a larger deviation of HU values compared to the center due to the ring artifact and scatter and this may prevent the use of CBCT as the primary imaging modality for radiotherapy treatment planning. The reconstruction algorithms need to be modified further for improving the image quality and accuracy in HU values. However, our study with TG-119 test targets showed that CBCT could be used for adaptive replanning as the recalculation of the dose with the AAA algorithm was in full accord with conventional planning CT except in the build-up regions. The CBCT images have to be carefully analyzed for any artifacts before being used for dose calculations.
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